Proporção entre os segmentos do anel da valva tricúspide normal: um parâmetro para realização da anuloplastia valvar

Fernando ANTONIALI1, Domingo Marcolino BRAILE2, Glória Maria Braga POTÉRIO3, Cledicyon Eloy da COSTA4, Maurício Marson LOPES5, Gustavo Calado de Aguiar RIBEIRO6, Luciano dos Santos TARELHO7

Abstract

Objective: The purpose of this study was to determine the proportions among the segments of the human tricuspid valve annulus.

Methods: A descriptive autopsy study was made of 30 human hearts without fixation, within six hours of death, without congenital or acquired lesions and without tricuspid regurgitation. Tricuspid valve insufficiency was excluded by the infusion of pressurized water in the right ventricle with the pulmonary valve closed. Digital images of the tricuspid ring in its anatomical position and after flattening were analyzed by specific software. The mean measurements and ratios were compared in the two different situations.

Results: The mean measurements of the perimeter, septal and antero-posterior segments of the tricuspid ring in the anatomical position were: 105 mm (± 12.7), 30.6 mm (± 3.7) and 74 mm (± 9.4), respectively. When flattened, the mean measurement of the perimeter was 117.5 mm (± 13.3) and the sizes of the septal, anterior and posterior segments were 32 mm (± 3.7), 46.3 mm (± 8.3) and 39.1 mm (± 8.5), respectively. The mean ratio between the antero-posterior and septal segments was 2.43 (± 0.212) in the anatomical position and when flattened it was 2.67 (± 0.304). Statistical differences were observed in the measurements of the perimeter (p<0.0001), septal segment (p=0.003) and antero-posterior segment (p<0.0001) in both situations. Statistical differences also occurred in the ratios between the antero-posterior and septal segments (p=0.0005).

Conclusions: The proportion between the septal and antero-posterior segments of the normal human tricuspid valve is 1:2.43. Flattening the tricuspid ring to measure the segments, changes the values and the ratios between them.

Descriptors: Anatomy. Heart. Tricuspid valve
INTRODUCTION

"Modern heart surgeons should pay more attention to this valve disease which is frequently ignored but kills many of our patients."

With these words, Revuelta ends his work referring to functional insufficiency of the tricuspid value, stressing the necessity of surgical repair for this valve disease [1].

Indeed, few authors have defended repair for tricuspid insufficiency associated with the surgical treatment of the mitral or aortic valves and only recently this concept has been more extensively publicized [2].

Even with the repair for valve diseases on the left, tricuspid insufficiency can persist or recur, with the necessity of further operations with high morbidity and mortality rates [3].

Tricuspid insufficiency can be caused by organic alterations of the valve or by dilatation of the ring and loss of coaptation of the cusps. Functional tricuspid insufficiency is characterized by dilatation of the valvar annulus due to pulmonary hypertension caused by valve diseases on the left [4]. Among patients with severe stenosis or mitral valve insufficiency, from 10% to 50% have tricuspid insufficiency [5].

The treatment of functional insufficiency of the tricuspid valve by valvuloplasty is currently the most accepted technique. Thus, knowledge of the normal anatomy of the tricuspid valve ring because the septal segment is affected very little.

Nevertheless, to correctly perform tricuspid annuloplasty an estimation of the suitable size of the valvar annulus to be used in the procedure is necessary. And so, knowledge of the proportions of the different segments of the normal tricuspid annulus is of great importance.

Hence, the purpose of this work is to determine the ratios among the different segments that compose the normal tricuspid annulus.

METHOD

This is a descriptive study of 30 hearts from adult cadavers without fixation and that complied with the following inclusion criteria:

• The study was performed a maximum of 6 hours after death;
• Absence of congenital or acquired lesions;
• The tricuspid valves had no deformities of cusps, chordae and papillary muscles;
• The tricuspid valves were continent.

The work was developed in the Coroner’s Office in Campinas, Brazil with the approval of the local Ethics Committee.

The hearts were removed from the cadavers by technicians of the Coroner’s Office by sectioning the vena cavae, pulmonary veins, aorta and pulmonary artery. After anatomy of the tricuspid valve ring because the septal segment is affected very little. Nevertheless, to correctly perform tricuspid annuloplasty an estimation of the suitable size of the valvar annulus to be used in the procedure is necessary. And so, knowledge of the proportions of the different segments of the normal tricuspid annulus is of great importance.

Hence, the purpose of this work is to determine the ratios among the different segments that compose the normal tricuspid annulus.
cleaning of chambers, the empty hearts were weighed. The walls of the right atrium and interatrial septum were excised between 0.5 cm and 1 cm from the atrioventricular groove and the pulmonary arteries were ligated.

Evaluation Method of the functional state of the tricuspid valves

Equipment prepared for the research consisting of three parts: a support for the heart, a perfusor and an irrigation system. Each heart was placed on a support of parallel struts with the apex turned upside-down and the tricuspid valve easy to see. Subsequently, the apex was punctured at the right ventricle (RV) without harming the structures of subvalvar system and the perfusor was introduced into this cavity (Figure 1). A 7F cannula was utilized as the perfusor (similar to with vascular catheterism), sectioned at 3 cm of length and connected to the tubes of the irrigation system. This system comprised a water reservoir fixed to a metal support placed 50 cm above the heart. Water was infused into the RV using this system.

The tricuspid valves were considered continent if the RV filled with the tricuspid valve completely closed and there was no reflux of fluid and so the heart was included in the study (Figure 2). The other hearts were considered inadequate.
Method to measure the valvar annulus

Measurements were obtained using a computer program and digital photographs. Photographs were taken of the tricuspid valve immediately after removing the cadaver heart. A computer analysis of the photographs was achieved utilizing the UTHSCSA program – Image Tool for Windows, version 1.28.

Measurements were attained at two stages: 1) with photographs of the tricuspid annulus in the anatomic position (complete valvar annulus). The anteroseptal and posteroseptal commissures were marked with water-resistant ink, according to the method described by Silver et al. [7]. Photographs were made with the RV full, coaptation of cuspsids of the tricuspid valve with a millimeter ruler close to the valve (Figure 3A). The computer program was calibrated using this ruler and the following measurements were taken: perimeter of the valvar annulus, septal segment, anteroposterior segment and linear distance between the anteroseptal and posteroseptal commissures.

In the second stage, measurements were made with photographs attained after the sectioning and correction of the valvar annulus (corrected valvar annulus). The sectioning was performed with an incision from the posteroseptal commissure to the apex of the RV extending towards the pulmonary valve bordering the interventricular septum. Marking of the anteroposterior commissure was achieved following the aforementioned method [7] and three millimeter rulers were used, one corresponding to each segment of the tricuspid annulus (Figure 3B). With these photographs measurements of the septal, anterior and posterior segments were made, using the computer program calibrated using the respective rules. The valvar perimeter was obtained by summing the segments. Data in respect to age, gender, race and body surface (BS) of the cadavers were registered, as well as the weight of the heart and the cause of death.

Each computed measurement was made five times and after excluding the highest and the lowest values, the mean sizes of each segment and of the perimeter of tricuspid annulus were calculated.

From these mean values the following ratios were calculated:
- Perimeter of annulus-HS;
- Perimeter of annulus-weight of heart;
- Each segment-perimeter of annulus;
- Sum of anterior and posterior segments-perimeter of annulus;
- Sum of anterior and posterior segments-septal segment;
- Linear distance between anteroseptal and posteroseptal commissures-septal segment (ratio calculated only with the complete rings).

Comparisons between the measurements of the complete valvar ring and the flattened valvar ring were made.

Statistical analysis

The measurements are expressed as means, standard deviations, medians and 95% confidence intervals. The spearman correlation was calculated to evaluate the relationships between the measurements performed under similar conditions. Linear regression was used to create conversion formulas. Comparisons among measurements
RESULTS

Characterization of the sample
Sixty-seven hearts were analysed to obtain 30 organs that complied with the inclusion criteria. Seven hearts were excluded due to anatomic alterations and 30 that demonstrated insufficiency of the tricuspid valve during the evaluation.

The mean weight of the 30 hearts was 355.5 ± 65.3 g. A total of 76.7% (23) were from men and 83.3% (25) from Caucasians. The mean age of cadavers was 43.5 ± 20.8 years and the mean body surface area was 1.83 ± 0.18 m².

Measurements of the complete valvar ring
The mean values of the perimeter, septal and anteroposterior segments of the tricuspid annulus and the mean linear distance between the anteroseptal and posteroseptal commissures together with the results of descriptive analysis are illustrated in Table 1.

There was a significant correlation between the ring perimeter and the weight of the heart (Spearman coefficient=0.4134). The ratios between different segments and between the segments with the perimeter also demonstrated significant differences giving a Spearman coefficient >0.7.

The ratio between the sizes of the septal and anteroposterior segments was 1:2.43. The conversion formula, calculated from the correlation between these measurements and by linear regression was: \( y = 1.88 \times + 16.496 \) with \( R^2 = 0.5539 \) (where \( y \) is the size of the anteroposterior segment and \( x \) is the size of the septal segment – Figure 4).

Measurements of the flattened valvar ring
The mean sizes of the perimeter and the septal, anterior and posterior segments of the tricuspid ring together with the results of descriptive analysis are shown in Table 2.

| Table 1. Measurements and ratios calculated from the complete tricuspid ring |
|-----------------------------|-----------------------------|-----------------------------|-----------------------------|-----------------------------|
|                | Complete tricuspid ring     | Computed measurements (in mm) and ratios calculated |
| Perimeter      | Mean | SD  | Median | 95% CI         | Spearman (p-value) |
|                | 105  | 12.7| 104.3  | 100.3 - 109.7  | --                      |
| Septal         | 30.6 | 3.7 | 31.3   | 29.2 - 32      | --                      |
| Anteroposterior| 74   | 9.4 | 72.1   | 70.5 - 77.5    | --                      |
| Linear distance* | 28.9 | 3.4 | 28.8   | 27.6 - 30.1    | --                      |
| Perimeter/BS+  | 57.76| 7.87| 58.25  | 54.82 - 60.70  | 0.1709 (0.3665)        |
| Heart Weight++ | 0.303| 0.053| 0.297  | 0.283 - 0.322  | 0.4134 (0.0231)        |
| Septal/Perimeter| 0.291| 0.018| 0.289  | 0.285 - 0.298  | 0.8496 (0.0001)        |
| Anteroposterior/Perimeter| 0.704| 0.020| 0.707  | 0.697 - 0.712  | 0.9715 (0.0001)        |
| Anteroposterior/Septal | 2.43 | 0.212| 2.44   | 2.35 - 2.51    | 0.7352 (0.0001)        |
| Linear Distance*/Septal | 0.946| 0.026| 0.947  | 0.936 - 0.955  | 0.9728 (0.0001)        |

SD: standard deviation; CI: confidence interval; BS: body surface; Septal, anteroposterior: septal and anteroposterior segments of ring; *linear distance between anteroposterior and posteroseptal commissures; + in mm/m²; ++ in mm/g
Table 2. Measurements and ratios calculated from the flattened tricuspid ring

<table>
<thead>
<tr>
<th>Flattened tricuspid ring</th>
<th>Computed measurements (in mm) and ratios calculated</th>
<th>Spearman (p-value)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Mean</td>
<td>SD</td>
</tr>
<tr>
<td>Perimeter</td>
<td>117.5</td>
<td>13.3</td>
</tr>
<tr>
<td>Septal</td>
<td>32</td>
<td>3.7</td>
</tr>
<tr>
<td>Anterior</td>
<td>46.3</td>
<td>8.3</td>
</tr>
<tr>
<td>Posterior</td>
<td>39.1</td>
<td>8.5</td>
</tr>
<tr>
<td>Perimeter/BS*</td>
<td>64.41</td>
<td>6.69</td>
</tr>
<tr>
<td>Perimeter/Heart weight+</td>
<td>0.351</td>
<td>0.048</td>
</tr>
<tr>
<td>Septal/Perimeter</td>
<td>0.273</td>
<td>0.022</td>
</tr>
<tr>
<td>Anterior/Perimeter</td>
<td>0.395</td>
<td>0.058</td>
</tr>
<tr>
<td>Posterior/Perimeter</td>
<td>0.332</td>
<td>0.055</td>
</tr>
<tr>
<td>Anteroposterior/Perimeter</td>
<td>0.727</td>
<td>0.022</td>
</tr>
<tr>
<td>Anteroposterior/Septal</td>
<td>2.67</td>
<td>0.304</td>
</tr>
</tbody>
</table>

SD: standard deviation; CI: confidence interval; BS: body surface; septal, anterior and posterior: septal segments, anterior and posterior of ring; anteroposterior: anterior and posterior total segment of ring; * in mm/m2; + in mm/g
The mean values of the ratios calculated using these measurements are also shown in Table 2. There was a significant correlation with a Spearman coefficient > 0.5 for all parameters.

The proportions between the sizes of the septal, anterior and posterior segments of the flattened valvar ring were 1:1.45:1.22; equivalent to a ratio of 1:2.67 between septal and anteroposterior segments. The sequence of statistical tests employed showed that the relationship between measurements of the septal and anteroposterior segments is not linear (Figure 5).

**Comparison between measurements obtained from the complete and flattened valvar ring.**

There was a statistical difference between the sizes of segments and perimeter of the complete tricuspid valvar ring when compared to the flattened valvar ring using the Student t-test. The ratio between the anteroposterior and septal segments of the complete valvar ring (2.43) presented a statistical difference (p=0.0005) when compared to the flattened valvar ring (2.67) – Table 3.

**DISCUSSION**

Distortion that occurs in morphological studies with cadaver organs is related to rigor mortis. In experiments on hearts, ischemic muscle contracture can change the size and format of this organ [10,11]. In this study, in order to attenuate the effects of rigor mortis, evaluation was started immediately after removal of the organ. As the degree this influences the results is dependent of the time interval after death, only cadaver hearts in which death occurred within six hours prior to evaluation were included in the study.

Alterations in size and format of the heart also occur due to the process of fixation. Eckner et al. [11], as well as studying rigor mortis, analysed the effects of fixation using formaldehyde on the heart’s dimensions. They observed that there were reductions in the dimensions independently of the method adopted when compared to hearts without fixation. However, in relation to the valvar rings, the smallest reduction, of approximately 5% to 9%, occurs in the group fixed using formaldehyde under pressure, followed by the use of formaldehyde with the ring flattened (6-20%) and, finally, the use of formaldehyde in hearts with complete rings (12%-25%). Differing percentages of reduction of valve sizes have been attributed to the use of formaldehyde by other authors under different experimental conditions [12,13]. In an attempt to find a state that was as close as possible to the physiological condition, the measurements in this study were performed on hearts without fixation and with the RV distended.

Distension of the RV using an injection of water under pressure had two goals: to determine the functional state of the tricuspid valve and to reduce the effect of rigor mortis, allowing the cuspids to take their natural position of coaptation in order to take photographs. Placing the water reservoir 50 cm above the heart was to produced a condition of hypertension (38 mmHg) in the heart chamber and to cause the valve to close.

A fact that deserves considering is related to the distribution of valves considered normal because, among the 67 hearts analyzed, only 30 presented with continent tricuspid valves. Of the 37 hearts excluded, anatomical changes were identified in cuspids and/or subvalvar system in only seven. The other hearts, although the valves were without evident organic changes, did not present with continence of the tricuspid valve. Thus, absence of any prior history of heart disease including death related to heart

---

**Table 3. Comparison between the computed measurements from the complete and flattened ring**

<table>
<thead>
<tr>
<th>Computed measurements</th>
<th>Tricuspid ring</th>
<th>Student t-test (p-value)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>complete</td>
<td>flattened</td>
</tr>
<tr>
<td>Perimeter</td>
<td>Mean 105</td>
<td>Median 117.5</td>
</tr>
<tr>
<td></td>
<td>SD 12.7</td>
<td>SD 13.3</td>
</tr>
<tr>
<td>Septal segment</td>
<td>Mean 30.6</td>
<td>Median 32</td>
</tr>
<tr>
<td></td>
<td>SD 3.7</td>
<td>SD 3.7</td>
</tr>
<tr>
<td>Anteroposterior segment</td>
<td>Mean 74</td>
<td>Median 85.5*</td>
</tr>
<tr>
<td></td>
<td>SD 9.4</td>
<td>SD 10.7</td>
</tr>
<tr>
<td>Anteroposterior/Septal</td>
<td>Mean 2.43</td>
<td>Median 2.67</td>
</tr>
<tr>
<td></td>
<td>SD 0.212</td>
<td>SD 0.304</td>
</tr>
</tbody>
</table>

*This is the sum of anterior and posterior segments of the flattened ring. SD: standard deviation. Anteroposterior/septal: ratio between the anteroposterior and septal segments of tricuspid ring.
disease cannot be considered the only indicator of normal hearts. These findings suggest a necessity of greater precautions when performing anatomical studies to describe patterns of normality.

With the methodology adopted in this study, the mean size of tricuspid valvar perimeter, calculated in valves with the complete ring, was 105 ± 12.7 mm which is a similar result to other publications [6-9,14]. For the measurements made on the complete ring, the combination of two cuspsids, anterior and posterior, was considered due to difficulty to precisely identify the anteroposterior commissure. The mean value of the anteroposterior segment was 74 ± 9.4 mm and of the septal segment it was 30.6 ± 3.7 mm. With these values it is possible to calculate a ratio of 1:2.43 ± 0.212, that is, the anteroposterior segment is approximately 2.4 times larger than the septal segment.

These data differ from some published reports that show smaller ratios [6,8,9,14]. However, the majority of these works were performed with hearts fixed using formaldehyde [6,8,14] and a possible explanation for this difference would be that the greatest effect of fixing is related to the sizes of the anterior and posterior segments, as these have less collagen than the septal segment. Working with unfixed hearts, Andrade et al. [9], reported mean values that gave a ratio of 1:2.23 between the septal and anteroposterior segments, which is approximated the same as found in this study.

To better expose the tricuspid ring, its sectioning and flattening were adopted. Under these conditions, marking of the anteroposterior commissure was possible and thus, measurements of the three segments of valvar ring were obtained. With these marks, the mean values found were 32 ± 3.7 mm, 46.3 ± 8.3 mm and 39.1 ± 8.5 mm, respectively, for the septal, anterior and posterior segments of the tricuspid ring.

Most published reports on the anatomy of tricuspid valve were performed on flattened rings which were fixed using formaldehyde. This was the methodology adopted by Silver et al. [7] in a study mentioned in many other publications. The method described by these researchers was adopted in this study to mark the anteroseptal, posteroseptal and anteroposterior commissures.

The comparison between the measurements obtained in photographs of flattened valvar rings and of the complete ring gave a statistical difference in this study. This difference was verified both in the comparison of septal segments (p=0.003) and in the comparison of anteroposterior segments (p=0.0001). For the statistical study, the mean values of anterior and posterior segments, obtained with the flattened ring, were summed. Also there was a significant difference (p=0.0005) comparing the ratios between the anteroposterior and septal segments, obtained from the complete valvar ring (2.43 ± 0.212) and flattened valvar ring (2.67 ± 0.304). These data suggest that the sectioning and flattening of the tricuspid valvar ring cause changes in the sizes of the segments and consequently in the relationship that exist between them.

The utilization of digital photographs and computer programs for measurements is becoming more common [9,14,15]. In this study the same computer program was employed as the one used by Hueb et al. [15] who decisively questioned the “old” concept that the anterior segment of the mitral valve, as it is part of the fibrous skeleton of the heart, had a fixed size. The credibility of the data presented by these researchers allowed their statement to be accepted [16].

Although measurement by computer is well accepted and reproducible, during surgery this is performed manually. In respect to the functional insufficiency of the tricuspid valve, although some works have demonstrated that there is an increase in the septal segment when there is dilatation of the tricuspid valvar ring, it is known that this increase is much less than that found in the anteroposterior segment [6,14]. Thus, when the cause of valvar insufficiency is dilatation of the ring, measurement of septal segment can be a basis to estimate the ideal measurement for the anteroposterior segment and can make valvuloplasty possible.

Measurement of the septal segment of the tricuspid valve must be achieved using as parameters the anteroseptal and posteroseptal commissures. As, in surgery this measurement is normally made linearly, it was decided in this study, utilizing the marks present in photographs of these commissures on the complete valvar rings, to correlate the distance in a straight line between them with the size of septal segment. Thus, using linear regression it was possible to create a conversion formula (R² = 0.9513):

\[ y = 0.8872 x + 1.7609, \]

where y is the linear distance and x corresponds to the size of septal segment.

This formula will enable the development of scales for use in the intra-operative period that correctly correspond to the size of septal segment. Concern with the practical application of these measurements and ratios between the different segments of tricuspid valvar ring was the greatest motivation of this study. It is known that tricuspid insufficiency is normally caused by dilatation of valvar ring, that is, functional tricuspid insufficiency [4,12]. This valve disease is frequently related to valvar diseases involving the mitral or aortic valves. The repair of valvar diseases on the left, without concomitant resolution of tricuspid insufficiency by surgery, has proven to be a conduct that causes higher long-term morbidity and mortality rates. This occurs due to the progression of right ventricular dysfunction and the high rate of reoperation [3].

In respect to the best manner to correct functional insufficiency of the tricuspid valve, there is a consensus.
about the superiority of valvuloplasty compared to valvar replacement [17]. However, this is not true in relation to valvuloplasty techniques. There are different opinions including some techniques that do not use orthesis [18,19] and others that utilize them as both rigid [20,21] or flexible [22,23] rings.

There is a trend in the literature of accepting the use of orthesis for the repair of dilatation of the anteroposterior segment as the technique with the best reproducibility, fewest complications and longer lasting [24]. What is indisputable is the necessity of surgical repair of this valve when it presents function alterations [25]. Frater [2] reported in an editorial of one of the most important journals on cardiovascular surgery, that surgeons who are indecisive about treating tricuspid insufficiency, must accept that a number of patients will need late surgeries, giving high morbidity and mortality rates.

Thus, the ratio of 1:2.43 between the septal and anteroposterior segments described in this study for complete valvar rings may be of great use in the surgical treatment of this heart valve, which is no less complex or significant than the others.

CONCLUSION

In conclusion, the experimental conditions adopted in this study, the sectioning and flattening of the tricuspid valvar ring, apart from altering the size of the segments, also alter the ratios that exist between them. The methodology applied using the complete valvar ring was considered the most correct and so, the sizes of the perimeter and the septal and anteroposterior segments are 105 ± 12.7 mm, 74 ± 9.4 mm and 30.6 ± 3.7 mm, respectively. This means that the septal segment occupies 29.5% of the tricuspid valvar ring, whilst the anteroposterior segment is 70.5%, giving a ratio of 1:2.4.

REFERENCES


