St Jude Medical-Biocor bovine pericardial bioprosthesis: long-term survival

Abstract
Objective: The objective of this work is to present long-term results of valve replacement using SJM-Biocor® bovine pericardial bioprostheses.

Methods: From 1992 to 2000, 304 patients were discharged from hospital after bioprosthesis implantation. Ages ranged from 15 to 83 years (mean: 60.6 ± 14.3 years) and 50.3% were male. Patient deaths and events related to bioprosthesis (infection, thromboembolism and structural failure) were considered for estimation of cumulative probability of survival and event-free survival.

Results: Total follow-up was 931.0 patients-year. During follow-up there were 28 (9.2%) deaths. Causes were bioprosthesis failure in five (1.6%), cardiac in seven (2.3%), non-cardiac in four (1.3%), and unknown in 12 (3.9%) patients. Events related to bioprosthesis were: endocarditis: 18 (5.9%), fibrocalcific degeneration: 15 (4.9%), thromboembolism: three (1.0%), hemolysis: one (0.3%). Bioprosthesis dysfunctions resulted in 16 (5.2%) reoperations due to fibrocalcific degeneration (nine), endocarditis (six) and thromboembolism (one). Probability of survival was higher in the young population (< 40 years, n=35) when compared to the older group (> 60 year, n=187): 82.0 ± 13.3% vs. 58.8 ± 13.6% in the 9th year. Event-free survival was 77.5 ± 3.7% for 5th year and 40.2 ± 9.0% for 10th year. Overall estimate of structural failure for a SJM-Biocor® was 5% in 5th year increasing to 20% in the 10th year. In the aortic position the values were zero and 8%, respectively. Considering current clinical conditions, 88.5% are in NYHA class I, 9.1% in class II and 2.3% in class III.

Conclusions: SJM-Biocor® bovine pericardial bioprostheses resulted in satisfactory survival of patients, related to low prevalence of bioprosthesis dysfunction.

Descriptors: Bioprosthesis. Heart valve prosthesis. Heart valves.

Resumo
Objetivo: Nosso objetivo é apresentar resultados a longo prazo da substituição valvar por bioprótese de pericárdio bovino SJM-Biocor®.

Método: Entre 1992 e 2000, tiveram alta hospitalar, após substituição valvar por bioprótese de pericárdio bovino SJM-Biocor® 304 pacientes. Idades eram de 15 a 83 anos (média: 60,6 ± 14,3), sendo 50,3% do sexo masculino. Pacientes tiveram situação clínica atualizada e análise atuarial foi empregada no cálculo da sobrevida simples e livre de eventos.
INTRODUCTION

Implantation of biological prosthesis during heart valve replacement reduces the risk of thromboembolic events and avoids specific anticoagulation therapy [1]. The improvement in the quality of life is set against its durability, which is the reason for several changes in the preparation of biological tissues and prosthesis projects [2-5]. The concept of bioprosthesis, introduced by Carpentier et al. [6], allows favorable long-term results with heterologous prostheses manufactured from porcine aortic valves [7].

Bovine pericardial bioprostheses were introduced by Ionesco, aiming at improving the durability and hemodynamical performance compared to porcine aortic valve bioprostheses [8,9]. Initial tests in a pulse simulator identified the possibility of early structural failure [10], but changes in the project and in the technique of tissue preparation gave favorable hemodynamic and clinical results [11,12]. Their use in Brazil was publicized by Braile et al. [13] and the St Jude Medical-Biocor™ prosthesis was introduced in 1982 [14]. This model incorporates structural changes in the pericardial membrane that give a better durability and a satisfactory hemodynamical result [6].

The aim of the current study is to present the results observed in patients who underwent valve replacement with the implantation of SJM-Biocor™ bovine pericardial bioprostheses.

METHOD

Patients

From November 1992 to December 2000, 358 consecutive patients were submitted to the implantation of, at least one, SJM-Biocor™ bovine pericardial prosthesis. From these, 304 patients, who were discharged from the Institute of Cardiology of Rio Grande do Sul / Fundação Universitária de Cardiologia, were included in this study. One hundred and fifty-one (49.6%) patients were female and 153 (50.3%) were male. Ages ranged from 15 to 83 years with a mean and standard deviation of 60.6 ± 14.3 years. Thirty-five (11.5%) patients were under 40 years old, 82 (27.0%) between 40 and 60 years old and 187 (61.5%) patients were over 60 years old.

The functional class according to the criteria of the New York Heart Association (NYHA) was II in 29.9%, III in 48.0% and IV in 22.0% of the cases.

The etiology of the valve injury was idiopathic in 125 (41.1%), rheumatic in 92 (30.3%), myxomatosis in 28 (9.2%), Marfan’s syndrome in 11 (3.6%), endocarditis in 11 (3.6%) and congenital in four patients (1.3%); 12 (4.0%) patients presented with dysfunction of bioprostheses.

From the total, 78 (25.6%) patients had been submitted to prior heart valve surgery. The total and mean follow-ups were 931.0 patient-years and 3.8 ± 2.0 patient-years, respectively.

Methods

Surgical procedures were performed according to the accepted routines, including the use of cardiopulmonary bypasses, myocardial preservation using hypothermic crystalloid cardioplegia and moderate hypothermia (from 32° to 28°C).

In respect to the site of implantation, 172 (56.6%) patients received isolated aortic valves, 109 (35.9%) isolated mitral valves, 20 (6.6%) mitral-aortic valves and three (1.0%) tricuspid valves.

Associated heart procedures occurred in 116 (38.1%) patients, including coronary artery bypass grafting surgery in 67 (22.0%), tricuspid repair in 16 (5.2%), mitral repair in nine (2.9%), repair of congenital defects in seven (2.3%) and the Cox-Maze surgery in one (0.3%).

After surgery the patients were treated in the recovery room (intensive care unit) for a minimum of 48 hours. Hospital discharge occurred after the 5th postoperative day and oral anticoagulation therapy was not routinely prescribed; this was indicated in cases of chronic atrial fibrillation, greatly enlarged left atria or in patients with mechanical valve prostheses. Prophylactic antibiotic therapy for bacterial endocarditis was used [15].

After hospital discharge, the patients were referred to...
an assistant physician or were followed up in the outpatients’ clinic of the Institution. The clinical situation of each consultation was registered on the patient’s record card, as were clinical or significant surgical events [16]. For patients from other institutions, direct contact was made with the referring physicians, aiming at obtaining the patient’s postoperative history and after, up-to-date information on the patient.

This study was approved by Ethics Research Committee of the Institute of Cardiology of Rio Grande do Sul.

Events

Important events related to the bioprostheses included fibrocalcific degeneration, bioprosthetic thromboses with or without peripheral embolic events, peri-valve fistulae and infections (endocarditis, even without identifying the infectious agent).

Surgical events included redo heart surgeries due to failure of the bioprostheses or other reasons (such as replacement of another heart valve or coronary artery bypass grafting surgery).

Deaths were classified as attributable to the bioprosthesis (for example thrombosis, endocarditis or dysfunction resulting in heart failure implicating the surgery or not), caused by heart disease (arrhythmia or heart failure not related to the failure of the bioprosthesis) or of non-heart causes (due to a systemic disease such as neoplasia).

Data analysis

The late mortality, survival rate (for all patients and according to classification in demographic and operative characteristics such as age, gender, etiology of the injury and position of the valve implant), event-free survival (in which events related to the bioprosthesis were associated to deaths), the durability of the bioprosthesis (considering failure related to the bioprosthesis) and the probability of structural failure were considered. Clinical evolution, considering changes in the functional class according to the NYHA criteria, was also evaluated.

The data are shown in tables of contingency and statistically analyzed using the actuarial method [17] and the Student t-test, chi-square and Kaplan-Meier tests in the SPSS computer program. Quantitative values are expressed as means ± standard deviations. The accepted significance level, critical α, was 5% (p-value < 0.05). Aiming at stressing the long-term results of the bioprostheses being studied, the actuarial curves were set up without taking into account hospital morbimortality that is, from the moment of hospital discharge, as events in this period are predominantly caused by heart failure, not related to the bioprosthesis. To include the effect of immediate mortality in the long-term results, it is necessary to multiply the long-term survival, at any point on the curve, by a specific index (SI) for each subgroup that is assessed. This index results from the immediate mortality specific to each subgroup of patients. Thus, the immediate mortality of the entire sample studied (15.0%) gives a SI of 0.85. The SIs of the subgroups are 0.89 for aortic patients, 0.8 for mitral patients, 0.9 for under 40-year-olds, 0.83 for patients between 40 and 60 years and 0.85 for over 60-year-olds. The immediate mortality does not exert any influence on the durability curves, when considering events related to the bioprosthesis alone, as no events occurred before discharge from hospital.

RESULTS

Mortality and morbidity

The immediate mortality was 15.0% without any deaths related to bioprostheses. In the follow-up, 28 deaths occurred (3.0% per patient-year), with 5 (0.5% per patient-year) related to bioprostheses (endocarditis: two; CVA/thromboembolism: two; and bioprosthesis dysfunction: one), seven (0.7% per patient-year) due to other heart problems (heart failure: three; ventricular arrhythmia: three; acute myocardial infarction: one), four (0.4% per patient-year) due to non-heart diseases (neoplasia: three; sepsis: one) and 12 (1.2% per patient-year) of unknown causes.

Events related to the bioprostheses included endocarditis: 18 (1.9% per patient-year) episodes in 17 patients; fibrocalcific degeneration/rupture: 15 (1.6% per patient-year), with only one case of rupture; thromboembolism: three (0.3% per patient-year); hemolysis: one (0.1% per patient-year). One case of a fistula after valve replacement was reported.

The patients who suffered from fibrocalcific degeneration or rupture had a mean age of 46.5 ± 11.6 years; a mean age lower than the patients without this complication, 61.7 ± 17.8 years (p-value < 0.05). Bioprosthesis dysfunction resulted in 16 (5.2%) reoperations due to: fibrocalcific degeneration/rupture (nine), endocarditis (six) or thromboembolism (one). Of the reoperated patients, five received replacements using SJM Biocor™ bovine pericardial bioprosthesis, giving a total of 309 bioprostheses utilized.

Three (0.9%) patients were reoperated for valve replacement using mechanical prosthesis in positions different to the position of the bioprosthesis under study and eleven for the implantation of pacemakers.

Endocarditis was diagnosed in from 1 to 99 months after the operation (mean 27.8 months). Five patients presented endocarditis before the third postoperative month (27.7% of the episodes). The probable cause of infection was identified in five patients (27.7% of the episodes): infection of the urinary tract in three and one case each of ophthalmectomy and bronchopneumonia. The infectious agent was identified in seven patients: Enterococcus faecalis (two), Staphylococcus epidermis (two), negative
Staphylococcus coagulase (one), Staphylococcus aureus (one) and Pseudomonas aeruginosa (one). Endocarditis infection resulted in two deaths, six reoperations, one patient continues to be treatment and nine patients responded favorably to the antibiotic therapy.

Postoperative survival

The probability of survival for all patients was 86.3 ± 3.4% at 5 years and 69.3 ± 9.0% at 10 years (Figure 1).

Probabilities of survival of 90.6 ± 4.2% and 81.2 ± 5.7% at 5 years and 65.7 ± 12.4% and 81.2 ± 5.7% (p-value < 0.05) at 10 years were observed for female and male patients respectively.

Under 40-year-olds demonstrated a survival rate of 94.8 ± 7.1% at 5 years and 82.0 ± 13.3% at 9 years; the age group between 40 and 60 years had survival rates of 85.5 ± 6.8% and 85.6 ± 13.6% at 10 years (Figure 2).

In an investigation concerning the etiology of the valve disease, different survival rates were observed contributing to a lower number of patients in some of the groups. For the most severe heart diseases (at least 18 patients), the survival rates at 5 and 10 years were 83.6 ± 6.2% and 73.7 ± 10.7% respectively for idiopathic disease, 91.5 ± 5.0% and 65.5 ± 14.5% for rheumatic disease, 83.8 ± 11.1% at both time intervals for myxomatosis degeneration and 69.8 ± 13.9%, again at both time intervals, for ischemic disease.

Patients who underwent mitral valve replacement had lower probability of survival than patients who underwent aortic valve replacement at 5 years (81.7 ± 6.0% and 87.3 ± 4.8%) and 10 years (65.1 ± 10.7% and 74.8 ± 9.1%) - Figure 3.

Thus, according to the SI to evaluate the effect of hospital mortality, the results of survival at 5 and 10 years are respectively 73.3 ± 2.9% and 58.9 ± 7.6%, for the entire sample studied; 85.3 ± 6.5% and 73.8 ± 12.3% (at 9 years), for under 40-year-olds, 72.7 ± 3.8% and 49.9 ± 11.5% for over 60-year-olds, 83.8 ± 11.1% and 52.0 ± 8.0% for patients who underwent mitral valve replacement and 77.6 ± 4.8% and 66.5 ± 8.6% for those who underwent aortic valve replacement. The SI for patients between 40 and 60 was 70.9 ± 5.6% over both time intervals.

Event-free survival

The probability of event-free survival was 77.5 ± 3.7% at 5 years and 40.2 ± 9.0% at 10 years (Figure 1). According to age, the event-free survival of the youngest group (< 40 years) was 71.7 ± 10.1% at 5 years and 27.2 ± 17.1% at 9 years; for the group between 40 and 60 years it was 76.4 ± 7.4% at 5 years and 39.7 ± 18.1% at 10 years and for the over 60-year-old group it was 80.0 ± 4.6% at 5 years and 44.3 ± 11.8% at 10 years (Figure 4). In respect to the position of the bioprosthesis, for patients who were submitted to mitral valve replacement, the event-free survival rate was 73.6 ± 6.1% at 5 years and 38.3 ± 10.5% at 10 years, while for those who were submitted to aortic valve replacement it was 78.9 ± 5.4% and 56.3 ± 10.2% for 5 and 10 years respectively (Figure 5).
Considering hospital mortality, the event-free survival rates at 5 and 10 years were 65.8 ± 3.1% and 34.1 ± 7.6% respectively for the entire sample; 64.5 ± 9.0% and 24.4 ± 15.3% (at 9 years) for under 40-year-olds, 63.4 ± 6.1% and 32.9 ± 15.0% for patients between 40 and 60 years, 68.0 ± 3.9% and 37.6 ± 10.0% for over 60-year-olds; 58.8 ± 4.9% and 30.6 ± 8.4% for patients submitted to mitral valve replacement and 70.2 ± 4.8% and 50.1 ± 9.1% for patients submitted to aortic valve replacement.

Bioprosthesis durability

The estimation of the bioprosthesis durability was 87.8 ± 2.5% at 5 years and 57.7 ± 9.9% at 10 years (Figure 6). Considering the effect of age, the estimated durability to the implantations in the youngest patients (< 40 years) was 76.7 ± 8.5% at 5 years and 34.5 ± 20.7% at 9 years. For patients between 40 and 60 years and for those with ages greater than 60 years, the estimation was 83.2 ± 5.7% and 93.1 ± 2.2% and 43.2 ± 19.5% and 75.8 ± 9.7% for the corresponding time intervals (Figure 7).

The estimation of aortic bioprosthesis durability was 89.2 ± 3.5% at 5 years and 75.4 ± 9.4% at 10 years. For mitral valve bioprostheses, the durability was 85.4 ± 4.4% and 57.0 ± 11.7% respectively (Figure 8).
The probability of structural failure for all bioprostheses was 5% over 5 years and 20% over 10 years. For bioprosthesis in the aortic position, the probability of structural failure was zero and 8% over the same time intervals.

**Change in the functional class**

In recent follow-ups, 88.5% of the patients were in functional class I, 9.1% in class II and 2.3% in class III, demonstrating a significant improvement from the preoperative period (p-value < 0.05).

**COMMENTS**

Due to the large numbers of available replacement valves, the performance of the different prostheses over time is very important in the choice of the best valve for implantation. This study shows the results of the implantation of SJM-Biocor™ bovine pericardial bioprosthesis in patients with heart valve disease comparing them with the results in the literature [18-21].

As the main goal of the study is an analysis of the long-term survival of patients, as well as events related to the bioprosthesis, survival curves were calculated from hospital discharge, as the factors determining immediate mortality are mainly related to the clinical condition of the patient and to the surgical procedure, in detriment of the hemodynamic performance and possible complications of the bioprosthesis [22-26].

The mortality rate of 9.2% over 10 years of follow-up is acceptable, as there have been rates of up to 46% reported [19,20,27]. As many variables can contribute to late deaths or influence the absolute number of deaths (patients exposed to risks each year, follow-up time), the causes of death must be considered. Five deaths related to bioprostheses occurred (17.8% of the total), as a consequence of endocarditis, structural dysfunction and thromboembolism, a finding similar to a reported 22% [18]. In this series of patients, 56% of the late deaths were caused by heart problems, a number greater than in our investigation (25%). This difference may be justified by the high rate of deaths due to unknown causes in our series. It is relevant that failure of the prosthesis resulted in only a few deaths.

The probability of survival for all the patients in our series was 86.3 ± 3.4% at 5 years and 69.3 ± 9.0% at 10 years, while other authors reported rates of from 46% to 71% for this interval [18,20,21]. The estimation of event-free survival was low (40.2 ± 9.0% over 10 years), a fact which was also observed in patients with other types of bioprosthesis [28,29], and attributable to factors such as age of the patients, severity of the heart disease, position of the implanted prosthesis and postoperative prophylaxis for endocarditis and thromboembolism.

One factor to be considered is related to the age of the patients. For under 40-year-old patients, the probability of survival over 9 years was 82.0 ± 13.3%, while event-free survival was only 27.2 ± 17.1%. A significant difference between actuarial and event-free survival is expected in this population as patients in this age group present with a greater number of complications related to the bioprosthesis, particularly fibrocalcific degeneration [30,31].

The satisfactory expectation of survival can be explained by an effective neutralization of complications (such as low mortality in reoperations for valve dysfunction and curative clinical treatment of endocarditis). A similar result was obtained with patients of the intermediary age group: actuarial survival of 85.5 ± 6.8% both at 5 and 10 years and event-free survival of 76.4 ± 7.4% and 39.7 ± 18.1%, respectively. The survival of over 60-year-old patients was 85.6 ± 4.4% at 5 years and 58.8 ± 13.6% over 9 years, percentages that are partially justified by the advanced age and by the terminal repercussions of heart disease (and systemic diseases). Event-free survival was similar to the actuarial survival in both time intervals (80.0 ± 4.6% and 44.4 ± 11.8%, respectively), showing few non-fatal events. These findings endorse the use of bioprosthesis in elderly patients [20,21,31].

The probability of survival in respect to subjacent heart disease was variable (Figure 4), with more favorable results in patients with myxomatous and idiopathic heart diseases. The reduced number of patients in some groups hinders a clear understanding of the effect of subjacent heart diseases on actuarial and event-free survival.

The estimation of survival in relation to the position of the bioprosthesis has been the subject of many studies. Our results for patients who were submitted to aortic valve replacement show a survival rate of 74.8 ± 9.1% at 10 years. Patients with 2nd-generation Carpentier-Edwards bovine pericardial bioprostheses present with very similar expected survival rates, with values of from 40% to 70%, over 10 years [21,22,31] and from 34% to 53% over 12 years of follow-up [19,20,32]; some studies with lower estimations include operative mortality. In our series, patients who underwent mitral valve replacement had a lower survival rate when compared with patients after aortic valve replacement, 65.1 ± 10.7% at 10 years. Publications report expected survival rates of between 62% to 73% at 8 years, 57% over 10 years, 54% in the 12th and 37% in the 15th year [18,21,31,32].

For the period of 10 years, the follow-up time of our study, SJM-Biocor™ bioprostheses maintained a performance similar to Carpentier-Edwards bioprostheses both in the aortic and mitral positions and we conjecture results comparable over longer follow-up times, but this needs to be confirmed with future investigations.

In respect to morbidity, the prevalence of endocarditis was 5.9% and resulted in six reoperations (38% of the
exercised bioprosthesis) and two deaths (7.1% of the total deaths). In spite of being recognized as a common cause of death [18,20], bioprosthesis dysfunction (prevalence from 4.2% to 6.8%) [20,21,27] or reoperation (responsible from 6.3% to 13% of the explanted bioprosthesis) [20,27,33], the prevalence of endocarditis should be considered as high. Taking into consideration the patients exposed to risk, the literature shows an incidence of endocarditis of from 0.4% to 2.4% per patient-year [13,34], while in our series we observed a rate of 1.9% per patient-year.

The mean time between bioprosthesis implantation and the start of endocarditis was 25 months (ranging from 2 to 99 months). The occurrence of four infections within the first 3 postoperative months and the identification of a probable entry point in five patients are significant. If a second episode of endocarditis in one patient, 2 months after the first, were included in this last observation, more than 50% of the cases would have the cause defined as not related to the prosthesis. However, patients must be counseled on prophylactic antibiotic treatment. Also, a consequent response should be expected if endocarditis were suspected (or confirmed by blood cultures).

Structural failure resulted in one death and nine reoperations; as 15 patients presented with this complication, six patients with diagnoses of prosthetic failure remained under clinical observation waiting for reoperations. When diagnosis is established, the urgency for reoperation depends on the clinical condition of the patient, on the degree of failure and on the characteristics of the patient.

Structural failure is an important determining factor of the performance of the bioprosthesis. The durability of the bioprostheses was estimated at 75.4 ± 9.4% over 10 years in the aortic position and 57.0 ± 11.7% in the mitral position. In the literature, for patients who undergo aortic valve replacement, the estimated freedom from structural deterioration, equivalent to durability, has been reported as being between 91% and 100% over 10 years and 82% and 100% over 12 years [19,20,32,35]. For Carpentier-Edwards mitral bioprostheses the values were 76% over 10 years [18] and 78% over 12 years [36]. The age affects the durability of the bioprosthesis, as younger patients present lower values than the older population [33]. The probability of structural failure for all bioprostheses was 5% over 5 years and 20% over 10 years. For aortic bioprosthesis the results were better, with an estimation of zero and 8% for the same time intervals. Even so the performance of the aortic bioprosthesis is highly satisfactory.

Prosthesis failure due to fibrocalcific degeneration or rupture is a serious concern when bioprosthesis implantation is considered. These events are mainly related to the quality and to the treatment of the biological tissue [6,34] and with the age of the patient [21,25]. rupture specifically refers to the design of the bioprosthesis and its assembling [6,10]. As in the production of the current generation of bioprostheses, including the SJM-Biocor™, special attention is paid to the hemodynamic performance and to the mechanical durability, as well as to the project and assembling of bovine pericardial membrane (including the internal lining); failures due to the project and to assembling of bioprostheses are few. Structural deterioration is mainly related to the age of the patient and evidence of low incidences or even no fibrocalcific degeneration in older populations has been reported in publications [18,20,31].

The mean age of patients with fibrocalcific degeneration was significantly lower than the mean age of the patients without this complication, showing that this complication is more common in younger individuals. The prevalence of structural dysfunction was 4.9% in our series, lower than the 1.7% seen in a series of patients who underwent aortic and mitral valve replacements followed up over a period of 12 years [29], but comparable with individual series of patients submitted to mitral (from 2.1% to 2.7%) and aortic valve (up to 8.2%) replacements [19,20]. For a follow-up period of up to 15 years, cases of dysfunction increased to 12.4% for mitral bioprosthesis implantation [33].

Thromboembolism was identified in three (0.9%) patients and was a possible cause of death in two others who suffered cerebrovascular ischemia. Another patient had to be submitted to a reoperation for mitral bioprosthesis replacement due to thrombosis both of the atrium and bioprosthesis. These events, also observed in other series [18,20,21,33], show that some patients undergoing valve replacement with bioprostheses, additional to those with recognized indications, which include patients with chronic atrial fibrillation, enlarged left atrium or concomitant mechanical prosthesis, must receive prophylactic anticoagulation. There are studies of patients with pericardial bioprosthesis that demonstrate a similar number of events caused by bleeding complications related to anticoagulant therapy and episodes of thromboembolism [20]. Because of this, we take special care to consider the evolution of individual patients before indicating oral anticoagulation.

Combining our results with published results, it is obvious that the main indication of bioprosthesis implantation is to replace aortic valves in over 60-year-old patients, as the risk of prosthesis failure is low [1,20,27]. The results of elderly patients who undergo mitral valve replacement are also expected to be good [18,33,34]. Young patients (under 40-year-olds) present a high probability of failure over a long term with the necessity of reoperations. The implantation of a bioprosthesis must be indicated if a mechanical apparatus can not be utilized, due to intellectual, social or economical reasons. Women who wish to become pregnant also require the implantation of a bioprosthesis and in these circumstances our results indicate that the SJM-Biocor™ may be considered.
The clinical condition of patients is an indirect measurement of the hemodynamical performance of bioprostheses. It was observed that 97.6% of the patients with recent follow-ups are in functional classes I or II (NYHA), a result similar to those described in the literature [27,29,32,36]. The hemodynamical performance of SJM-Biocor™ bioprostheses was the subject of pulse simulating tests demonstrating an adequate result [6]. It is important to emphasize that in this series there were no cases of valve replacement due to flow obstruction (stenosis) with normally functioning bioprostheses.

CONCLUSION

This study presents some limitations, such as the small sample size of subgroups (mainly in groups with an etiology of heart disease and in the younger age group) and with the 10 years of complete follow-up. However, our results are comparable to findings reported in other publications on 2nd-generation bovine pericardial bioprosthesis available on the market and guarantee the quality of SJM-Biocor™ bioprostheses for heart valve replacement.

ACKNOWLEDGMENT

The current study was partially supported with help offered to Dr. João Ricardo Michielin Sant’Anna by the Brazilian National Research Counsel (CNPq).

BIBLIOGRAPHIC REFERENCES


